
Issue No. / #1TNo.  : 242126

Date of issue / FITERAH : 2024-08-26

CERTIFICATE OF INSPECTION
RENAE

Product name Check Master Date of inspection
fat  FIyI<¥RS BREEHE 2024-08-24
Model Temperature
Bs  HMC-1500  RE  20.06 °C
Code No. Relative humidity
J—FNO.  515-724 RE  47 %
Serial No. Atmospheric pressure
84ENO. 2430007 KE  991.5 hPa
Measuring range L :mm Inspection standard Mitutoyo standard
pina eles 10 SL E1510 BER IV IARE

1. Result of inspection / HREHER
(1) Function / #88 : © Good! EB O No good / RE
(2) Performance / H&E :

Nominal Deviation Variation Nominal Deviation Variation Nominal Deviation | Variation Nominal Deviation | variation
length of central in length length of central in length length of central in length length of central in length

length length length length
mus  | FRYE | hmm (| wuem | PRE | same | |  woo  | PRE | gp l  | |  ook  | PRIE | haze

OEE OEE OTHE OEE
(mm) (Um) (um) (mm) (pm) (um) (mm) (Bm) (um) (mm) (um) (um)
10 —0.1 0.1 590 +19 09 1170 —32 0.9
30 +04 02 610 +1.8 10 1190 34  0.8
50 +0.4 0.2 630 1 .7  038 1210 -3.6 0.9
70 +0.4 0.3 650 +15 0.7 1230 338 0.9
90 +0.4 03 670 +1.3 0.9 1250 -40  0.8
110 +0.3 03 690 +1.1 0.8 1270 —4.2 0.9
130 +0.3 0.4 710 +0.8 0.9 1290 -43 0.9
150 +0.4 0.4 730 +0.6 0.7 1310 -45 0.8
170 +0.4 0.3 750 +0.4 0.8 1330 -4.6 0.9
190 +0.4 0.3 770 +0.3 07 1350 -47  08
210 +0.5 C.4 790 +0.2 0.7 1370 -4.8 0.8
230 +0.6 C4 810 0.0 06  1390 -4.9 0.8
250 +0.6 0.4 830 -0.1 06  1410 -49  0.9
270 +0.7 05 850 -0.4 04 1430 -48 0.9
290 +0.7 05 870 -05  0.5 1450 -4.9 0.9
310 +0.9 05 890 -0.6 04 1470 -49 1.0
330 +1.0 0.6 910 -0.7 0.4 1490 -49 0.9
350 +1.1 05 930 -0.9 0.4 1510 —4.7 0.7
370 +1.2 0.6 950 1 .1  0.4
390 +1.3 0.6 970 -1.3 0.4
410 +1.5 0.6 990 -1.4 05
430 +1.6 07 1010 “16  06
450 +1.6 0.7 1030 -19 06
470 +1.8 06 1050 -2.1 0.7
490 +2.0 0.8 1070 -2.4 0.7
510 +2.0 0.7 1090 -27 038
530 +1.9 0.8 1110 -2.9 0.8
550 +1.9 0.8 1130 -3.1 08
570 +1.8 0.9 1150 -3.2 0.8

m Deviation of central length = Measured length - Nominal length
RISHEOTEE = EME - BUTE

MW Variation in length = Variation in length of center and four corners
<hiEEE = FJ0vEOTREUTUEOT IEEORAE

The  above result of inspection is calibrated with laser interferometer by setting product horizontally , and conpensated to 20 °C.
I ROAFERNGEKFES TET  HREREAVTAEL.  FERRE20 CICREMLTRHIBETT,

m Permissible value / 2518

Nominal length Permissible value
BUTE HEE

Over Up to Deviation of | Variation in
ZEA BUF | central length length

PRED TEE “HEE
(mm) (mm) (um) (um)

—- 310 +25  1.2
310 610 +3.5 1.5
610 1010 +5.0 2.0

1010 1510 +8.0 2.5

2. Overall judgment / #8&$IE M Passed / 1% 0 Failed / A&E
Chief Inspector Ve  , UYrrboicta

YK Yoshida
Mitutoyo Corporation

F-987(6)


